[Systems theory of the pulsed Doppler technic for blood flow measurement. II].
Following the discussion of the signal generation of an ideal pw Doppler system in the time and frequency domain using the means of the one-dimensional system theory in part 1 in this part 2 the main system parameters as resolution in space, and unambiguity ranges for space and velocity are explained and mathematical formula are derived for this.